S, MISSOURI DEPARTMENT OF HEALTH U ATH i DOHAL Pre A
G R STATE PUBLIC HEALTH LABORATORY VoA e

&Y DATAMASTER MAINTENANCE REPORT Joen

FeiEe
Complete this report in duplicate at the time of the regular monthly preventive maintenance check, and whenever instrument
is repaired. Send copy to Department of Health; retain original in department file, |55 5. . . .

DATAMASTER SN DAT'E OF INSPECTION

A{oo? B ZovE G, 209077 0¢/01/09

LOCATION OF INSTRUMENT {(STAEET AND EJETY) ) TIME OF INSPECTION
W7 .S mAarker ST, Rm #3, MEMPuzs . 0958

CHECKLIST: Place a check () to the left of each item if found to be satisfactory or if operating within established limits. (Writz
in observed values where determined.) Unchecked items must be corrected before using instrument.

™ bIAGNOSTIC cHECK {(PRINTOUT ATTACHED)

lﬁ COMPUTER # berecron

¥ proGRAM A FILTERS

V] HEATERS SAMPLE CHAMBER 14 = v QUARTZ STANDARD

™ FLow DETECTOR ¥] cALIBRATION

™ pump 1iGH SPEED ¥ priNTER )

é INDICGATOR LIGHTS

Ef TIME AND DATE

E’fSiMULATOR TEMPERATURE (34 °C +0.2°C)  34,) ¢

M CALIBRATION CHECK ~ Wz7sed SPECZEzATEomS _ |
Run lhree tests using a standard solution. All three tests must be within + 5% of the standard valuge and must have a
spread of .005 or less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED} {USE

RECIRCULATION PUMP)

1 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
[1 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST1 ¥ 99§ TEST2 # | 4g0 TKESTS 099

E{PERFORM R.F.I. TEST (PRINTOUT ATTACHED)

[Qf NUMBER OF REFUSALS. SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS) ' :

REFUSALS 0 '{O—.04} 2 {.05-.09) 0 (.10-.14) 2 {.15-19) [ . |(Over 19) ()
List any new parls and describe any alteration or modilication that was made to restore the instrument lo operate satisfactorily
and within established limits {use other side if necessary) :

. Guﬂ/ LagogaroRLES  ZWC | Lo B 08340
Expi yoli15log VAPoR CONCENTRATZoN | 10 _

:INSPECTING OFFICE

;GNATU;E \)b DM 7 TNAMJOSEPH D DQUIDSW

TYPE || PERMIT NUMBER/EXPIRATION DATE TELEPHONE NUMBER

£20324 /  |2-po-io Lo -385-2132

MO 580-1468 {9-04) AN EQUAL OPPORTUNITY/AFFSANMATIVE ACTION EMPLOYER
services provided on a nendiscrminalory basis

Lab.-116



®
QIA GUTH LABORATORIES, INC.

590 NORTH 67ih STREET ® HARRISBURG, PA 17111- 4541 ® TELEPHONE: 747-564-5470

i}

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 08340 of:
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contain 0.1211 percent
(w/vol) ethyl alcohol.. The expiration date for this lot

number is October 15, 2009 at 11:59 PM.

When used in a calibrated Simulator, operating ai
34°C  +/- .2°C, this solution will give a breath alcohol -

analysis instrument reading of 0.10 percent BAC.

The alcoho! and we :r used in this solution were. ~

free of test interfering substances.

<7 v

"ed L. Pauley, President-
GUTH LABORATORIES, INC.



Face This Side Down — This Edge In First

" FaceThis Side Down— This Bdge TnFirst |
BAC DataMaster - . | BAC DataMaster
Evidence Ticket Evidence Ticket
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5 Operator Signatare /£

Operator Sighature

2208-02 i

e




.I<.‘;ce Thié Side Down - T]]lS Edge.In Flrst
. | BAC DataMaster
Evidence Ticket

Operator Signature

2208-02




State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE I

JOSEPH I DAVIDSON

Is hereby authorized to instruct and supervise operators, train instructors, Inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of blood from a sample of expired (alveolar)
alr, Issued under the provisions of sections 577.020 through 577.041, RSMo 1986,

12/10/08 Qol § g thuwson

Dat
(] 820324 Mirantar af Cinta Dohiie Lanlik LEbD]’BtOW
B
Number - Q;ﬁ:%;h
12/10/2010 - ”
Expires
Director, Department of Health
MO 580-0771 {7-88) Lab. 4 {R7-88)



